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Pt. 60, App. A-7, Meth. 20

Absolutedifference 9
Span value

Percent drift = 100

TABLE 20—1—INTERFERENCE TEST GAS
CONCENTRATION

CO | 500450 ppm .....
SOz | 200+20 ppm .....

101 percent.
20.9+1 percent.

FIGURE 20-4—INTERFERENCE RESPONSE
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Conduct an interference response test of
each analyzer prior to its initial use in the
field. Thereafter, recheck the measurement
system if changes are made in the instru-
mentation that could alter the interference
response, e.g., changes in the type of gas de-
tector.

In lieu of conducting the interference re-
sponse test, instrument vendor data, which
demonstrate that for the test gases of Table
20-1 the interference performance specifica-
tion is not exceeded, are acceptable.

5.5 Response Time. To determine response
time, first introduce zero gas into the sys-
tem at the calibration valve until all read-
ings are stable; then, switch to monitor the
stack effluent until a stable reading can be
obtained. Record the upscale response time.
Next, introduce high-level calibration gas
into the system. Once the system has sta-
bilized at the high-level concentration,
switch to monitor the stack effluent and
wait until a stable value is reached. Record
the downscale response time. Repeat the pro-
cedure three times. A stable value is equiva-
lent to a change of less than 1 percent of
span value for 30 seconds or less than 5 per-
cent of the measured average concentration

40 CFR Ch. | (7-1-01 Edition)

for 2 minutes. Record the response time data
on a form similar to Figure 20-5, the read-
ings of the upscale or downscale reponse
time, and report the greater time as the ‘‘re-
sponse time”’ for the analyzer. Conduct a re-
sponse time test prior to the initial field use
of the measurement system, and repeat if
changes are made in the measurement sys-
tem.

FIGURE 20-5—RESPONSE TIME
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System response time=
slower average time=
seconds.

5.6 NO; to NO Conversion Efficiency.

5.6.1 Add gas from the mid-level NO in N
calibration gas cylinder to a clean, evacu-
ated, leak-tight Tedlar bag. Dilute this gas
approximately 1:1 with 20.9 percent O, puri-
fied air. Immediately attach the bag outlet
to the calibration valve assembly and begin
operation of the sampling system. Operate
the sampling system, recording the NOx re-
sponse, for at least 30 minutes. If the NO: to
NO conversion is 100 percent, the instrument
response will be stable at the highest peak
value observed. If the response at the end of
30 minutes decreases more than 2.0 percent
of the highest peak value, the system is not
acceptable and corrections must be made be-
fore repeating the check.

5.6.2 Alternatively, the NO; to NO con-
verter check described in Title 40, Part 86:
Certification and Test Procedures for Heavy-
duty Engines for 1979 and Later Model Years
may be used. Other alternative procedures
may be used with approval of the Adminis-
trator.

6. Emission Measurement Test Procedure

6.1 Preliminaries.

6.1.1 Selection of a Sampling Site. Select
a sampling site as close as practical to the
exhaust of the turbine. Turbine geometry,
stack configuration, internal baffling, and
point of introduction of dilution air will vary
for different turbine designs. Thus, each of
these factors must be given special consider-
ation in order to obtain a representative
sample. Whenever possible, the sampling site
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